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Abstract

Background: Coronavirus disease 2019 (COVID-19) was recognised as a global pandemic in 2019, yet the exact number of infections is still unclear. In addition, there is limited research on post-mortem antibody testing.

Objectives: This study sought to evaluate the use of the SureScreen COVID-19 immunoglobulin (Ig) G and IgM Rapid Test Cassette in deceased individuals by comparing it to the gold-standard antibody tests in South Africa, and to identify the most appropriate antibody testing method for post-mortem samples.

Method: Between May 2021 and February 2023, fifty cases, with suspected COVID-19 infection during their lifetime, were recruited from Tygerberg Mortuary and Salt River Mortuary, after obtaining informed consent from their next-of-kin. Severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) infection was confirmed through antemortem positive COVID-19 polymerase chain reaction (PCR) (PCP) tests in 39 participants. Blood samples were collected during autopsies in serum separator tubes, which yielded better separation when centrifuged immediately after collection. The SureScreen test was performed alongside Roche Diagnostics Elecsys Anti-SARS-CoV-2 and Abbott Architect SARS-CoV-2 IgG assays.

Results: Among the confirmed PCP cases, Elecsys demonstrated the highest sensitivity (97.1%) followed by SureScreen IgG (82.1%). In a logistic regression analysis, PCP confirmation was significantly associated with the SureScreen IgG results (p < 0.05).

Conclusion: Overall, Roche’s Elecsys had the highest yield of positive results on our cohort of post-mortem serum samples, followed by SureScreen, and finally, Abbott’s Architect assay.

Contribution: These results suggest that the SureScreen test has potential as a screening tool in mortuary settings, with Roche’s Elecsys assay recommended for diagnostic confirmation.
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Introduction

The coronavirus disease 2019 (COVID-19) pandemic, caused by the severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) virus, led to more than 7 million deaths globally.1 Once a person is infected, the production of immunoglobulin (Ig) M, IgG3, IgG1 and IgA antibodies to the viral envelope (E), nucleocapsid (N) and spike (S) proteins are initiated.2,3 After infection, IgM and IgA appear around five days, followed by IgG at approximately 14 days.2,4,5,6 Studies suggest that IgG can be detected up to 12 months post SARS-CoV-2 infection.7,8

The Abbott Architect SARS-CoV-2 IgG Assay (hereinafter referred to as Architect) and the Roche Elecsys Anti-SARS-CoV-2 (hereinafter referred to as Elecsys) are two assays used for SARS-CoV-2 antibody testing. The Architect assay detects IgG antibodies that are reactive against the N protein of SARS-CoV-2 in human serum and plasma,9 and the Elecsys assay detects all antibodies (including IgG) to SARS-CoV-2 N protein in human serum and plasma.10 Severe acute respiratory syndrome coronavirus 2 antibody testing is also available as a lateral flow immunoassay (LFI), which can be performed either by the patient or a healthcare professional in many settings.11 The SureScreen COVID-19 IgG and IgM Rapid Test Cassette (SureScreen rapid test) is a membrane-based LFIs and was developed for the detection of anti-SARS-CoV-2 N protein antibodies – IgG and IgM using whole blood, serum, or plasma.5 In clinical settings, SureScreen tests had reported sensitivities of 97.4% (IgG) and 86.8% (IgM), and specificities of 99.3% (IgG) and 98.6% (IgM), whereas the Elecsys and Architect assays had sensitivities of 99.5% and 100%, and specificities of 99.8% and 99.6%, respectively.12,13,14,15

In the post-mortem setting, monitoring prior SARS-CoV-2 infections is crucial for enhancing surveillance and public health response. Limited research exists on anti-SARS-CoV-2 antibody testing in deceased individuals, and no study has assessed the use of LFIs to date. Antibody testing in post-mortem samples is also less reliable because of processes such as haemolysis, autolysis, and bacterial contamination.16,17 This study aimed to investigate the effectiveness of the SureScreen test in the deceased population by comparing its results to the Elecsys and Architect assays.

Research methods and design

Participants and sample collection

Fifty participants were recruited from Tygerberg Mortuary (n = 15) and Salt River Mortuary (n = 35) in Cape Town over the course of 1 year. Cases were included if the deceased (1) was ≥ 18 years, (2) suspected of having COVID-19 in their lifetime (irrespective of when the infection took place), (3) showed no macroscopic signs of decomposition and (4) if their next-of-kin provided informed consent. Information on possible previous COVID-19 infection was gathered upon admission of the bodies to the mortuaries as part of the routine operational procedure. The procedure is explained to the next-of-kin during consent sessions and confirmed by formal laboratory records. Nineteen participants were female and 31 were male (ages 19–92 years old). Positive COVID-19 polymerase chain reaction (PCP) was confirmed in 39 of the participants.

Two blood samples (each 4 mL) were collected from each participant into serum separator tubes (SSTs) at autopsy. Following autopsy, samples were stored at 4 °C at the mortuary and for no longer than 12 h before transportation to the respective laboratories. Salt River Mortuary case samples were taken to the National Health Laboratory Service (NHLS) at Groote Schuur Hospital and samples from Tygerberg Mortuary were transported to Bio Analytical Research Corporation South Africa (BARC). Samples were centrifuged at 4000 × g for 10 min and stored at 2–8 °C until testing at each site.

Antibody testing

Serum (10 µL) was tested using the SureScreen test according to the manufacturer’s protocol. After 10 min the results were interpreted. Any shade of colour in the IgG and/or IgM test line region(s) was considered positive, provided the control worked; the read-outs were performed by the examiners. The remaining serum from this first vial was analysed using Elecsys according to the manufacturer’s protocol.10 Cases 9–12 were analysed using Elecsys S Total Antibody test while the others were tested using the Elecsys N total antibody test. At the time of this study, the Elecsys assay was routinely used at the NHLS for SARS-CoV-2 antibody testing in the public healthcare sector of South Africa. However, Groote Schuur NHLS suspended their offering of the Elecsys assay towards the end of this study because of low demand, thus the last four cases do not have Elecsys data and were excluded from statistical analyses.

Serum from the second vial of blood was tested using the Architect assay, which at the time of the study, was only available in the private healthcare sector in South Africa. Testing was performed using the manufacturer’s protocol with no deviations.9

The regulatory requirements for rapid test kits are determined based on the existing regulatory framework for medical devices and in vitro diagnostics (IVDs) implemented in 2016, which are in line with the World Health Organization Global Model Regulatory Framework for Medical Devices.18 All the three antibody tests used in this study have been validated in South Africa and approved by SAHPRA under Section 21 authorisation for unregistered medical devices and IVDs.14,15,18,19,20

Data analysis

The data were summarised using descriptive statistics. The number of days between PCP, death, autopsy, and antibody testing were calculated for each case, as well as the respective medians. For the cases without PCP confirmation, the month and year as reported by next-of-kin (where available) were used in the data analyses.

Pairwise comparisons of results from the three antibody tests were performed. These included Fisher’s exact tests and percent overall agreement (POA) (Online Appendix 1: Equation 1-A1). The sensitivities of each antibody test were calculated using the cases with PCP confirmation (n = 39; Online Appendix 1: Equation 2-A1). To facilitate comparison to published clinical data, the sensitivities were calculated using the following intervals between PCP and testing: 0–6 days, 7–13 days, > 14 days.11 However, because of the intervals between PCP and testing being substantially longer in this study, sensitivities were also calculated using the following intervals: 0–5 days, 6–50 days, 51–200 days, 201–600 days, and 600+ days.

Specificity and accuracy were not determined because there were no cases in the study cohort where it was confirmed that the individual had never had COVID-19 during their lifetime (i.e., no true negative cases).

A logistic regression analysis was performed to elucidate which variables significantly influenced the test results. This included PCP confirmation and the intervals between PCP, death, autopsy, and post-mortem testing. Vaccination status was not included in the logistic regression analysis as the information could not be verified. Two cases lacked dates for COVID-19 infection and were therefore excluded from the model. Collinearity among the variables was assessed using a Pearson correlation test. The number of days between PCP and death, PCP and autopsy, and PCP and testing were collinear to each other (correlation > 0.8), thus only one was included in the logistic regression. All statistical analyses were performed using the R statistical analysis application and an alpha < 0.05 was considered statistically significant.

Ethical considerations

Ethical clearance to conduct this study was obtained from the University of Cape Town Faculty of Health Sciences Human Research Ethics Committee (reference no.: HREC: 637/2020) and the Stellenbosch University Health Research Ethics Committee (reference no.: M21/03/002_RECIP_UCT_637/2020_COVID-19) for each recruitment site. Approval was also obtained from the South African Health Products Regulation Association (SAHPRA) (reference no.: MD20201201) and National Health Research Database (NHRD) (reference no.: WC_202111_025).

Results

Overview

The results of each test, along with case demographics, PCP confirmation, vaccination status, and the time intervals between infection, death, autopsy, and antibody testing, are tabulated in Table 121 with each case detailed in Online Appendix 1: Table 1-A1. Twelve participants received vaccinations against SARS-CoV-2, 16 were unvaccinated and the remaining 22 were unknown. The results of each antibody test are presented in the following sub-sections.
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SureScreen test results

Of the 50 cases, 38 (76.0%) were seropositive based on SureScreen rapid assays, with positive results indicated by the IgG marker (n = 38) and IgM marker (n = 8; Table 1). Of the 42 SureScreen IgM negative cases, 71.4% (n = 30) were positive for IgG. There were seven instances where IgM and IgG were both negative but COVID-19 infection was confirmed by PCP (cases 4, 20, 25, 28, 32, 33, and 39) (Online Appendix 1: Table 1-A1). In cases 25 and 28, there was only one day between PCP and death, thus limiting the time for seroconversion. However, there were five cases where the interval between PCP and death was zero days (cases 14, 16, 17, 41, 43; see Table 1 and Online Appendix 1: Table 1-A1). Despite this, all these cases had a positive IgG result and two also had a positive IgM result.

Table 1 shows that if the number of days between PCP and death were high (> 600), positive IgG and IgM results were present regardless of whether the case was confirmed to be vaccinated or unknown (cases 10 and 22).

Elecsys test results

For the Elecsys’ assay, 93.0% of test results were positive (n = 43/46; see Table 1), with this test only providing three negative results (7.0%; cases 8, 9, and 23; see Online Appendix 1: Table 1-A1). Case 23 had PCP and vaccination confirmation, yet still yielded a negative result. There was, however, a longer time interval between autopsy and testing. The four cases analysed by the Elecsys Anti-SARS-CoV-2 S Total Antibody test had a concentration of > 250 µ/mL, indicating a past natural SARS-CoV-2 infection.

Architect test results

Positive results were reported in 34.0% of cases tested using the Architect assay (n = 17/50; see Table 1). A high proportion of negative results occurred in cases with confirmed PCP (n = 27/39). Architect’s negative results also had a high percentage of PCP confirmation (n = 27/33; 81.8%) and vaccinated cases (n = 10/33; 30.3%).

Test comparisons

Table 2 shows the overall sensitivities of the antibody tests for the 39 cases with confirmed PCP. Elecsys demonstrated a high sensitivity at 97.1% with SureScreen IgG at 82.1%. SureScreen IgM had a low sensitivity at 17.9%.
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For SureScreen IgM and Architect, the highest sensitivities were observed in cases with 7–13 days between PCP confirmation and death. SureScreen IgG showed the highest sensitivity when the interval was more than 14 days. Elecsys achieved 100% sensitivity for both 7–13 days and over 14 days intervals (Table 2). The lowest sensitivity was seen in Architect for the interval of 0–6 days, and in SureScreen IgM for intervals exceeding 14 days.

Further analysis of other relevant intervals revealed that the Elecsys assay maintained consistent performance across all ranges, with the lowest sensitivity occurring at 6–50 days (Online Appendix 1: Table 2-A1). Notably, the sensitivity for SureScreen IgM increased from 0% to 25.0% in the 600+ days category. SureScreen IgG performed best in the intervals where SureScreen IgM had 0% sensitivity. Architect displayed low sensitivities across all intervals, with the highest sensitivity at 40.0% and the lowest at 14.3%.

Table 3 presents the percentage agreements between each pair of tests, along with p-values to assess significant differences among the results from the three tests. Of all the pairwise comparisons, Elecsys and SureScreen IgG showed the highest agreement at 76.1%, while Elecsys and SureScreen IgM had the lowest agreement at 19.6%. Additionally, the SureScreen IgG results were significantly different from those of the Architect test, with a p-value of 0.004.
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Cases 47–50 were analysed with the Architect system at Tygerberg NHLS instead of Elecsys at Groote Schuur NHLS because of a lack of demand of the service at the NHLS. The results for the Tygerberg NHLS Architect testing and BARC Architect testing had a 100% agreement.

Assessment of variables that may affect the tests’ results

A logistic regression showed that only PCP confirmation was significantly associated with the SureScreen IgG results (p < 0.05). The remaining time intervals were not significantly associated with the antibody test results for any of the three tests (p > 0.05). Furthermore, there was no significant association between the test results and the age or sex of the participants (Online Appendix 1: Table 3-A1).

No significant correlation was observed when the SureScreen and Architect test results were compared against the Elecsys results using logistic regression analysis (Online Appendix 1: Table 4-A1). For clarity, the Elecsys assay was used for comparison purposes as it produced the highest sensitivity.

Discussion

SureScreen rapid test for post-mortem samples

As routine COVID-19 antibody testing is not typically conducted on post-mortem samples, this study explored the parameters of such testing and aimed to develop an optimal procedure. It was found that positive COVID-19 antibody results could be detected beyond 2 weeks after death using the Elecsys test, and up to 11 days with the SureScreen and Architect tests (Online Appendix 1: Table 1-A1). This finding is significant in a forensic mortuary setting, where the average time between death and autopsy is typically three days in Western Cape mortuaries.22

The SureScreen testing procedure recommends that to avoid haemolysis, the serum or plasma must be separated immediately after sample collection.14 These recommendations were echoed by other studies.23,24 Because centrifuges are not commonly available at forensic mortuaries, serum separation could not be performed immediately. As a result, samples were transported to laboratories for separation. This occurred within 12 h of sample collection, however, it was found that the longer the delay before sample centrifuging, the less likely it was to produce serum. If a sample was submitted to the NHLS or BARC without serum, then testing was not able to be performed. This underscores the advantage of LFIs, as they are suitable for point-of-care testing, in contrast to more formal antibody testing methods.9,13

Storage recommendations for serum samples differed among the tests. According to SureScreen guidelines, serum samples can be stored at 2 °C – 8 °C for up to 3 days after collection. In contrast, Elecsys and Architect guidelines allow serum to be stored at 2 °C – 8 °C for up to 7 days.9,10,14 This study did not impose restrictions on the time between sample collection and testing to ensure a realistic workflow and enhance the practical applicability of the results. For instance, the NHLS performed Elecsys testing only on Mondays, while BARC required sample transport from their Cape Town branch to Johannesburg. Despite these logistical delays, cases with days between autopsy and testing exceeding the manufacturers’ recommendations still produced positive results. The time delays seemed to have no notable association with the antibody test results, as shown in the logistic regression analysis.

Results of the antibody tests in comparison to existing data

The Elecsys test demonstrated the highest overall sensitivity at 100% for both 7–13 days and over 14 days post-PCP (Table 2). This higher sensitivity may be a result of Elecsys detecting a broader range of COVID-19 antibodies, including IgM, IgG, and IgA25 while SureScreen detects only IgM and IgG, and Architect detects specifically IgG. The Elecsys reports do not indicate which specific antibody was detected but provide quantitative results for antibodies generated against the SARS-CoV-2 N protein.

SureScreen IgM’s 100% sensitivity at 7–13 days post-PCP correlates with literature stating that IgM appears approximately five days after infection.26,27,28 This also explains the higher sensitivity of SureScreen IgM at 0–6 days post-PCP compared to the IgG tests. However, in this study, SureScreen IgM’s sensitivity increased from 0% for intervals of 51–600 days between PCP and death to 25.0% for cases with over 600 days between PCP and death. This finding contrasts with results from Liu et al. (2019) and Li et al. (2020), who found that IgM was undetectable in patients more than 12 weeks after the initial infection.26,28

The findings of this study indicated lower sensitivities for the Architect assay than those reported by the manufacturer.9 As the Architect assay tests for IgG, it was hypothesised that its results would align with those of SureScreen IgG. However, the results from these two tests significantly differed from each other despite targeting antibodies to the same N protein (p = 0.01; see Table 3). The studies reporting sensitivities for the Architect test typically involved hospitalised patients with severe COVID-19, who had very high immune system activity.9,29 This study involved a longer time period between PCP and death, which may have contributed to the decreased sensitivity observed.9

This introduces another intriguing factor: the duration for which COVID-19 antibodies remain detectable after infection. In this study, the time between PCP and death ranged from 0 to 848 days. A study by De Giorgi et al. (2021) found that, among 116 cases, 91.4% had detectable IgG levels up to 11 months (approximately 330 days) after symptom recovery.30 In this study, sensitivities were 91.7% for SureScreen IgG and 100% for Elecsys at 200–600 days between PCP and death, and 87.5% and 100%, respectively, for periods exceeding 600 days (Online Appendix 1: Table 2-A1). While these results are specific to the study population and direct conclusions cannot be generalised, positive COVID-19 antibody test results were observed even 600+ days from PCP until death.

The POA results indicated the highest agreement between Elecsys and SureScreen IgG at 76.1% and the lowest agreement between Elecsys and SureScreen IgM at 19.6%. The POA between Elecsys and Architect was also low, at 41.3% (Table 3). A study by Tan et al. (2021) found that Elecsys slightly outperformed Architect at critical time points of 14 and 21 days. This difference was attributed to Elecsys measuring total antibodies, whereas Architect specifically detects IgG.31

Suhandynata et al. (2021) reported that antibody tests detecting only N protein antibodies are unlikely to identify individuals vaccinated against the S protein.32 The tests used in this study (SureScreen, Elecsys, and Architect) were designed to detect antibodies in the N protein.9,14,25 However, in four instances a different version of the Elecsys assay was performed that targeted SARS-CoV-2 N antibodies and S antibodies (cases 9, 10, 11 and 12). Only one of these cases (case 10) was confirmed to have been vaccinated against SARS-CoV-2. The change in the test was because of shortage of the reagent used for the original Elecsys testing of other cases. However, the concentration of antibodies detected was high (> 250 µ/mL). Considering this result and that testing is mainly N protein based, while vaccinations in South Africa are S protein based, it is more likely that positive results are from natural infection and not vaccination.32,33,34,35 In addition, there was no evidence suggesting that sex or age affected the test results.

Limitations and future work

A limitation of this study was the inability to include negative controls. During the study period, it was not possible to recruit cases where individuals had never had COVID-19. Even if the deceased had an antemortem record of a negative COVID-19 polymerase chain reaction test, infections post testing may have occurred and not been detected. Specificity is crucial for identifying false positive results and evaluating the suitability of antibody tests. The lack of true negative controls hindered a comprehensive analysis, so the recommendations from this study are based solely on test sensitivity.

Conclusion

The Roche Elecsys Anti-SARS-CoV-2 had the highest yield of positive results on the post-mortem serum samples in this cohort. The SureScreen IgG and IgM rapid test cassette showed adequate performance for IgG detection. Despite lower sensitivity compared to the Elecsys assay it may have utility where point-of-care testing may be a requirement. Based on this study, the Elecsys assay is recommended as the most suitable for diagnosing past infection compared to SureScreen and Architect. This study further showed that antibody testing results were not impacted by the time intervals since sample collection.

This conclusion is concomitant with the SARS-CoV-2 vaccines that are available in the region. If vaccines continue to include the SARS-CoV-2 S protein, these tests will remain effective for detecting natural infections. However, if vaccines containing the N protein are introduced, it may impact the utility of these tests. Overall, this study provides the first empirical data on the SureScreen IgG and IgM rapid test cassette, Roche Elecsys Anti-SARS-CoV-2 assay, and Abbott Architect SARS-CoV-2 IgG assay for post-mortem samples. These findings can guide future research and contribute to COVID-19 surveillance in mortuary settings through anti-SARS-CoV-2 antibody testing.
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TABLE 1: A summary of the participant variables and the three COVID-19 antibody tests.

Test Total Cases with PCP Cases Days between
number confirmation vaccinated PCPand death PCPandautopsy  Death and Deathand  PCPand testing Autopsy and
autopsy testing testing
n N % n N % n N % Median Range Median Range Median Range Median Range Median Range Median Range

SS IgM + 8 50 160 7 RS 8 8 375 75 0-702 135 3-706 4.0 3-8 75 4-20 240 7-709 4.0 0-14
SS IgM - 42 50 840 32 42 762 9 42 214 2270 0-848 2350 2-850 3.0 1-14 8.0 1-31 2405 6-850 4.0 0-29
SS IgG + 38 50 760 32 38 842 12 38 31.6 200.0 0-848 2025 2-850 4.0 =il 7.0 1-31 206.0 6-850 4.0 0-29

SS IgG - 12 50 240 7 12 583 0 12 00 8.0 1-625 820 5-630 3.5 1-14 10.0 2-19 89.0 11-643 6.5 0-13
Elecsys+ 43 46 935 34 43 791 8 43 186 136.0 0-848 140.0 2-850 4.0 1-14 13.0 4-32 1430 7-864 80 0-26
Elecsys - 3 46 65 1 3 333 1 3 333 7.0 6-347 140 13-353 6.0 6-8 200 14-23 26.0 21-370 120 8-17

Architect+ 17 50 340 12 17 706 2 17 118 1105 0-848 1180 2-850 3.0 f=ilil 8.0 2-32 1195 7-865 6.0 1-30
Architect- 33 50 66.0 27 33 818 10 33 303 238.0 0-812 2465 3-816 4.0 1-14 9.0 3-21 2500 6-805 6.0 0-18

Source: Adapted from Carlisle T. Comparison of SARS-CoV-2 rapid tests and formal serological testing on deceased persons in Cape Town metro [minor research dissertation]. Cape Town: University
of Cape Town; 2022 [cited n.d.]. Available from: https://open.uct.ac.za/server/api/core/bitstreams/c2518868-20eb-4917-a756-48fbcc22d9fc/content

e COVID-19 polymerase chain reaction; IgM, immunoglobulin M; IgG, immunoglobulin G.
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TABLE 2: Sensitivity analyses for various tests at different intervals of time between positive COVID-19 polymerase chain reaction and death with intervals outlined by Elecsys’
instructions for use.

Days between PCP Number of cases SureScreen IgM sensitivity  SureScreen IgG sensitivity Elecsys sensitivity Architect sensitivity
and death n N % n N % n N % n N % n N %
0-6 8 39 205 3 8 37.50 6 8 750 6 7 857 1 s 125
7-13 4 39 103 2 4 50.00 3 4 750 4 4 1000 3 4 750
>14 27 39 692 2 27 7.41 23 27 852 2 24 1000 8 27 296
Total 39 39 1000 7 39 17.90 32 39 821 34 35 971 12 39 308

PCP, positive COVID-19 polymerase chain reaction test; IgM, immunoglobulin M: 1gG, immunoglobulin G.
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TABLE 3: Summary of percentage overall agreement and p-values comparing

different assays.

Test type S5 IgM S IgG Elecsys Architect
% » % P % P % »
S IgM - - - 0173 - 0444 - 0419
S IgG 200 - - - - 0162 - 0004
Elecsys 19.6 - 76.1 - - - - 0542
Architect 660 - 580 - 413 - - -

Note: Percentage represents percentage overall agreement.
$s, SureScreen; IgM, immunoglobulin M; 1gG, immunoglobulin G.
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